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FOREWORD

Effective January 1, 1994, Section 25200.1.5
of the Cdlifornia Health and Safety Code
authorizes the State of Cdiforniato certify the
performance of environmental technologies
that offer an environmental benefit. Theterm
"technology” in this certification program
designates a system, which consists of
equipment, material, operating knowledge and
skills, and quality control/quality assurance
program on the part of both the technology
vendor and the user. As part of this program,
the State Department of Toxic Substances
Control has evaluated the CEM microwave
accelerated reaction system for the extraction
of organic pollutants from environmental solid
matrices. CEM is aregistered trademark of
CEM Corporation with U.S. patents. CEM
Corporation has also acquired a license from
the Government of Canadato alow customers
of CEM microwave extraction instruments to
use the microwave-assisted process (MAP™)
for extraction. The MAP technology and the
MAP trademark are the property of the
Government of Canada.

The technology is evaluated according to the
guidelines for the evauation of sample
preparation methods as described in
“Performance-Based Certification of
Hazardous Waste Measurement and
Monitoring Technologies,” a California
Environmental Protection Agency guidance
document

(www.dtsc.ca.gov/sppt/pptd/td/techcert.ntml).

Thisreport is prepared to show the results of
an evaluation on technology’ s performance.
The evauation is based on a review of
validation data submitted by the technology
proponent, CEM Corporation, and on
specified validations by an independent party,
Midwest Research Institute (MRI), whose
findings the evaluation team considered
reliable.
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INTRODUCTION

Conventiona techniques for environmental
sample preparation for organic pollutants,
such as extractions by shakers and separatory
funnels, manual and automated Soxhlet
extraction (SW-846 Methods 3540C and
3541), are time-consuming and generate large
volumes of waste solvents. In consideration
of the dow extraction process and the
potential exposure of laboratory workers to
toxic organic solvents, the development of
new technologies to improve economic and
environmental conditions has been driven by
the regulatory agencies and the public. For
this purpose, several innovative technologies
have been developed during the last decade as
alternatives to conventiona solvent extraction.
These include ultrasonic extraction (SW-846
Method 3550B), Supercritical  Fluid
Extraction (SFE, Methods 3560 and 3561),
Pressurized Fluid Extraction (PFS, Method
3545) for solid matrices, and Solid Phase
Extraction (SPE, Method 3535) for agueous
matrices. These extraction methods use
relatively less solvent with an extraction time
of 10 to 30 minutes or less. Closed-vessel
microwave heating technology has been used
for many years for the acid digestion of
samples for metal analysis. This technology
has been extended to the solvent extraction of
organics from solid matrices. Recently a
microwave system for organic extraction
became commercially available. Microwave
extraction is one of the “ green methods’ to be
approved by the U.S. EPA SW-846 Organic
Methods Workgroup for incorporation into
SW-846 Manual as Method 3546.%°

CEM’s Microwave-Accelerated Reaction
System (MARYS) is an innovation for solvent
extraction of environmental pollutants from
solid matrices. It isthe process of heating solid
sample-solvent mixtures with microwave
energy in a closed system and the subsequent
partitioning of compounds from the sample to
the solvent.” The MARS has the capability to
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perform both acid digestion for inorganic
analysis (MARSS5, digestion mode) and solvent
extraction for organic anaysis (MARS-X,
extraction mode). For the purpose of this
certification, the evaluation is limited to its
performance for solvent extraction applications
for organic anaysis to verify performance
according to the claims advanced by the CEM
Corporation.

Performance Claims by CEM:

1. CEM Mode MARS-X can extract a
batch of up to 14 samples
simultaneously per heating cycle with
sample extraction times of 15 to 20
minutes.

2. The system uses microwave energy to
heat the sample - solvent mixtures
contained in sealed vessels rapidly to a
temperature above the atmospheric
boiling point of the extracting solvent.

3. The technology is used to extract
environmental pollutants from solid
matrices, typicaly soils, sediments, or
sludge.

4.  Thetechnology extraction efficiency is
comparable to Soxhlet extraction with
an 80 to 90 percent reduction in solvent
consumption and a 95 percent reduction
in extraction time on a per-sample basis.

5. The maximum operating conditions for
the system are 200°C and 200 psi for
GreenChem™ extraction vessels;, 140
ps for CleanChem™ Extraction
vessels. Typica operating conditions
for the extraction process are 110 to
135°C and 100 psi.

6. Samplesarelimited to amaximum size
of 20 grams with typical sample size of
5 to 10 grams. Solvent volumes are
limited to 65 mL with atypical volume
of 25to 30 mL.

SUMMARY OF PRINCIPLE OF
OPERATION

Microwave energy isanon-ionizing radiation
that causes heating by migration of ions and
rotation of molecules with dipole moments,
but by itself does not cause changes in
molecular structure. It has afrequency range
of 300 to 300,000 MHz with three frequencies
used for industrial and scientific purposes, the
most common being 2450 MHz. This
frequency is used in the CEM microwave-
accelerated solvent extraction system, Model
MARS-X°. During the extraction process,
dipole rotation refers to the alignment of polar
sol vent-sample molecules due to exposure to
the eectric component of the microwave field.
As the electric field decreases, induced
disorder is restored which results in thermal
energy being released. The ability of materia
to convert microwave energy into thermal
energy is dependent upon its polarizability and
absorption (loss factor) characteristics. The
technology combines the speed of microwave
heating and a closed vessel system to achieve
elevated temperatures under controlled
conditions. When sample-solvent mixturesin
sealed vessels are exposed to microwave
energy, they can the achieve temperatures
significantly above the atmospheric boiling
point of the solvent. Consequently, the
analyte desorption rate from the sample is
significantly increased. For every 10°C
increase in temperature there is a two-fold
increase in kinetics.  Unlike conductive
heating, microwave heating is sample-
dependent. The microwave extraction process
is less dependent upon solvent affinity
because of the free migration of the
components toward the solvent. This often
provides wider options for solvent selection
for microwave extraction. Thisisthe result of
selective application of energy directly into
the matrix? and the combined effect of high
temperature and rapid heating of the
extracting solvent in a closed-vessel system.
As aresult, extraction efficiency is increased
and extraction time is greatly reduced.
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BRIEF DESCRIPTION OF THE
TECHNOLOGY

The Microwave-Accderated Reaction System,
Model MARS-X, is designed for laboratory
use in extracting, dissolving, hydrolyzing, or
drying awide range of organic materias. Itis
a rapid sample preparation technology for a
variety of analytical methods, such as GC,
GC/MS, LC, etc. Theextractionis performed
in a closed-vessel microwave heating system
under temperature and pressure controlled
conditions. CEM manufactures two models of
microwave extraction systems, MES-1000 and
MARS-X, that have been widely used in the
analytical community. The Model MES-1000
was theinitial product. The advanced moddl,
MARS-X, was released in December of 1998
and is the successor to the MES-1000.

Several improvements have been made in
instrumental design to enhance the structura
durability, safety features, robustness of
operation, and the extraction efficiency. Both
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the MES-1000 and MARS-X are based on the
same basic operating principle that combines
the speed of microwave heating and closed
(sedled) vessdl technology to achieve elevated
temperatures under controlled conditions.
This design accelerates the migration of
anaytes from the solid to the solvent for
subsequent analysis. The system is equipped
with an inboard pressure and temperature
control system for regulating sample
extraction conditions via magnetron power
output control.*

Microwave I nstrumentation

The MARS-X has amicrowave power system
with selectable output of 0 to 1500 watts + 5%
(IEC 705 Method-1988). The maor
components of the microwave system are
presented in Figure 1. These include the
magnetron, isolator, waveguide, cavity, and
mode stirrer. Microwave energy is generated

Figure 1. Components of Microwave System
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by the magnetron, propagated down the
waveguide, and introduced into the cavity.
The mode dtirrer distributes the energy in
various directions, and the cavity acts as
containment housing for the energy until it is
absorbed by the sample load within the cavity.
The isolator protects the magnetron from
energy not absorbed by the sample load. The
isolator allows energy to go from the
magnetron to the cavity but will not alow it to
go from the cavity back to the magnetron.
Thisfeature is desirable because a magnetron
is damaged when it is exposed to this reflected
energy. A turntable can be used to rotate the
sample load within the cavity to ensure even
energy distribution.

There are two types of instrumental design:
the open-vessel and closed-vessel microwave
heating systems for microwave extraction.
The open-vessdl system performs extraction at
atmospheric conditions and temperature
control is unnecessary. This approach is the
microwave-ass sted process which operates on
an input power/time basis. The microwave-
assisted process is commonly used when the
solvent is nonpolar or microwave-transparent
and the sample is biological or agricultura
tissue that has a microwave-absorbing
constituent such as water.? The closed-vessel
system performs extractions in accelerated
time frames at elevated temperatures under
temperature controlled conditions. However,
with the recent improvements, a closed-vessel
microwave system can be used for the
microwave extraction without using a polar
solvent system; MARS-X isan example. The
following describes the maor changes
incorporated into the MARS-X system.

Vessel Technology

A turntable assembly within the cavity
contains standard vessels and one control
vessel. The control vessel in the MARS-X
has a temperature probe for regulating
extraction conditions. Two types of extraction
vessels are avail able for the MARS-X Modd:

the GreenChem™ Extraction Vessals and the
CleanChem™ Extraction Vessels. The
extraction vessels have been improved from
the screw-cap design to aframed design in the
MARS-X Modd. This makes the vessels
easier to assemble and more compact. The
MARS-X allows 14 samples to be processed
versus 12 samples of the MES-1000. % % 33

GreenChem™ Extraction Vessels, with either
glass or PFA Teflon liners, are designed to
remain completely sealed during operation to
prevent solvent and analyte loss. The inert
PFA vesseal liners provide no active site for
compound  breakdown a  elevated
temperatures and pressures.t  All the
materials used in the vessals' construction are
transparent to microwaves so that the solvent-
sample mixtures absorb the maximum amount
of incident microwave energy, with a
maximum control pressure at 200 psi and a
maximum control temperature at 200°C.
These vessels are designed for routine solvent
extractions. The setup permits simultaneous
processing of up to 14 samples containing one
control vessel and 13 standard vessels per
heating cycle. Specifications and instructions
for the use of the GreenChem™ Vessel Set
are described in the manual. % 3

CleanChem™ Extraction Vessels are made of
PFA Teflon and are designed for extraction
applications using aggressive solvents, such as
methylene chloride or toluene. The vessel
remains completely sealed up to temperatures
of 200°C and pressures of 140 psi when
heating organic solvents. The capacity is 12
vessels, one control vessel and 11 standard
vessels.

Temperature Control Capabilities

Temperature control is necessary to optimize
the extraction efficiency, prevent thermal
degradation of the target analytes and to
provide reproducible operating conditions.
This is achieved with a temperature
measurement system that is microwave
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transparent so it does not cause any self-
heating. The temperature probe is inserted
directly into the control vessel to measure the
temperature of the solvent-sample mixture. It
is then used in a feedback control loop to
regulate the microwave power output to
achieve and maintain the operator selected
extraction temperature conditions (Figure 2).
The anayst can program any temperature that
is necessary for optimum extraction
efficiency.>

CEM aso provides a safety device for
measurement of the temperature in each vessel
of the system. A specially engineered infrared
sensor, the TempGuard™ sensor located
underneath the cavity floor, monitors the
temperature in each vessel as it passes the
Sensor. This readout is continuously
caibrated to the control vessel to ensure
accuracy. If the temperature in any vessel
surpasses a user-defined value, the system will
shut off and provide a message on the
instrument screen.
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Carboflon” Heating Insert

A Carboflon” heating insert provides
supplementary heating for applications using
nonpolar solventsin the MARS-X. Theinsert
isachemically inert fluoropolymer filled with
carbon black, a strong microwave absorber.
This insert absorbs microwave energy and
transfers its generated thermal energy to the
nonpolar solvent to allow heating without a
change to the existing solvent scheme® This
insert is placed into the vessel with the
solvent-sample mixture. Figure 3 illustrates
this performance characteristic, displaying
heating curves for anonpolar solvent with and
without a Carboflon heating insert. The
heating curve of a polar solvent without the
heating insert is used as a benchmark.
Therefore, the improved model MARS-X has
the potential to be adirect replacement for the
conventional Soxhlet extraction technique for
solid samples without a change in the solvent
system.
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Figure 3: Closed Vessel Microwave Heating Curve
for Hexane with and without Carboflon I nsert
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Stirring

Stirring increases the surface area contact
between the sample and solvent. This offers
the benefit of improved extraction efficiency
and decreased solvent consumption. Stirring
isachieved in the MARS-X with the use of a
rotating magnet below the cavity floor and the
placement of a magnetic spinbar in the
extraction vessel. The magnet creates a
rotating magnetic field that couples with the
spinbar in the vessal to create a stirring effect.
The spinbars are either coated with an
unfilled fluoropolymer for applications using
polar solvents or a carbon black filled
fluoropolymer for applications with nonpolar
solvents.

External Computer Control

An external software package allows
programming and operation of the MARS-X
from an external computer. The package also
provides electronic data (temperature versus
time for the extraction process) collection and
report writing capabilities.

With these improvements, the MARS-X
allows an increase in sample throughput,
better control of temperature, better extraction
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efficiency, and easy operation. The MARS-X
Operation Manua provides instructions for
instrument installation, system setup and
calibration, and method parameters created
for the extraction of various types of analyses
and matrices® A workstation for the
operation of MARS for organic extraction
includes afiltration system (syringe filtration
kit and Vacuum Filtration system, VAF-
100™), Vacuum Assisted
Concentration/Drying Accessory
(Microvap™), Nitrogen Evaporator, and
CEM extraction vessels.*

MATERIALSAVAILABLE FOR
EVALUATION

Materials provided by the manufacturer for
this evaluation:

1. Steinheimer, Thomas R. HPLC
determination of atrazine and principal
degradatesin agricultural soils and
associated surface and ground water. J.
Agric. Food Chem. 41:588-595, 1993.

2. Pae, R. Jocelyn, Jacqueline M.R.
Belanger, and Sally S, Stafford,
Microwave-assisted process (MAP): a



new tool for the analytical laboratory.
Trends in Analytical Chemistry 13 (4):
176-179 1994.

Renoe, Brian W. Microwave assisted
extraction. American Laboratory,
34:34-40, August 1994.

Lopez-Avila, Viorica, Richard Young,
and Werner F. Beckert, Microwave-
assisted  extraction of  organic
compounds from standard reference
soils and sediments. Analytical
Chemistry, Vol. 66, No. 7:1907-1106,
1994.

Viorica Lopez-Avila, Janet Benedicto,
Chatan Charan, and Richard Y oung, and
Werner F. Beckert, Determination of
PCBs in soils/sediments by microwave-
assisted extraction and GC/ECD or
ELISA. Environ. ci. Technol. 29: 2709
2712, 1995.

Schlabach, M., A. Biseth, H. Gundersen,
and M. Oehme, Microwave assisted
extraction of solid samples for
PCDD/PCDF-analysis. Organohalogen
Compounds, 23:105-08 1995.

Hasty, Elaine and Robert Revesz,
Total petroleum hydrocarbon
determination by microwave solvent
extraction. American Laboratory,
February 1995.

Lopez-AvilaViorica, Richard Young,
Janet Benedicto, Pauline Robert Kim,
and Werner F. Beckert, Extraction of
organic pollutants from solid samples
using microwave energy. Analytical
Chemistry, 67(13):2096-2102, July
1995.

Barnabas, lan J., John R. Dean, lan A.
Fowlis and Susan P. Owen, Extraction
of polycyclic aromatic hydrocarbons
from highly contaminated soils using
microwave energy. Analyst, 120:1897-

Microwave-Accel erated Reaction System, CEM Corp.

10.

11.

12.

13.

14.

15.

16.

1904, July 1995.

Stout, Steven J., Adrian R. DaCunha,
and Darry G. Allardice, Microwave-
assisted extraction coupled with gas
chromatography/electron capture
negative chemical ionization mass
spectrometry  for the simplified
determination  of imidazolinone
herbicides in soil at the ppb level.
Analytical Chemistry, Vol. 68:653-658,
1996.

Fish, Jamie R. and Robert Revesz,
Microwave solvent extraction of
chlorinated pesticides from soil. LC-GC
14 (3):230-233, March 1996.

Lopez-Avila, Viorica, Richard Young,
and Natay Teplitsky, Microwave-
assisted extraction as an alternative to
Soxhlet, sonication, and supercritical
flud extraction. J. of AOAC
International 79 (1):143:156, 1996.

Stout, Steven J., Adrian R. DaCunha,
Gerad L. Picard, and Maximilian M.
Safarpour, Microwave-assisted
extraction coupled with liquid
chromatography/el ectrospray ionization
mass spectrometry for the simplified
determination  of imidazolinone
herbicides and their metabolitesin plant
tissue, J. Agric Food Chemistry
44:3548-3553, 1996.

Fish, JR. and M.D. Miller, Microwave
solvent extraction techniques for various
regulatory compounds, 1996 Pittsburgh
Conference, Chicago, IL, March 3-8,
1996.

Varquez, M.J., A. M. Carro, R. A.
Lorenzo, and R. Cela, Optimization of
methyl mercury microwave-assisted
extraction from aguatic sediments. Anal.
Chem.69:221-225, 1997.

Pylypiw, Hary M. J., Teri L.,
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17.

18.

19.

20.

21.

22.

23.

Arsenault, Christine M. Theford, and
Mary Jane Mattina, Suitability of
microwave-assisted extraction for multi
residue pesticide anaysis of produce, J.
Food Chemistry 45:3522-3528, 1997.

Macmillan, Rick, L. C. Miner, and Lisa
Horst, Abbreviated microwave
extraction of pesticides and PBSin Sail.
Spectroscopy 13:41-50, 1996/7 10S
Press.

Rodriguez, 1., M. Santamarina, M.H.
Bollain, M.C. Mgjuto, and R. Cela, Gas
chromatograph-atomic emission
determination of organotin compounds
in marine biomaterials after microwave
extraction. Spectroscopy 13:51-59,
1996/7, 10S Press.

Caro, AM., RA. Lorenzo, M.J.
Vazquez, M. Abuin, and R. Cea,
Different extraction techniques in the
preparation of methyl  mercury
biological samples. classic extraction,
supercritical fluid and microwave
extraction. International Laboratory,
p.23-28, November 1998.

Lesnik, Barry. Method 3546: Microwave
extraction for VOCs and SVOCs.
Environ. Testing and Analysis. 7 (4):20,
1998. 21.

EPA Method 3546, Microwave
extraction, draft revision 0, September
1999, SW-846.

LeBlanc, Greg, Microwave-accelerated
techniques for solid sample extraction,
LC-GC  Current  Trends and
Developments in Sample Preparation
Vol.17, No.65, June 1999.

Eligibility Request from CEM
Corporation signed by Greg LeBlanc
dated August 23, 1999.

23.

25.

26.

27.

28.

29.

30.

31

32.

33.
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CEM Caorporation. Letter and brochure
provided by Cindy Condreay, dated
Jan. 4, 2000.

LeBlanc, Greg.  Communication
addressing the differences between two
Microwave Extraction Systems,
Model MES 1000 and MARS-X, e-mail
dated March 9, 2000 to Ruth Chang.

MARS Operational Manual, Microwave
Accelerated Reaction System for
Extraction, 600108 Rev. 1, 7/99.

CEM Microwave Assisted Solvent
Extraction Application Notes, E001
through E005, E0Q09, E019, EO30, EO031.

A brochure of CEM MARS-X
Microwave Accelerated Reaction
System for extraction, undated.

Intertek Testing Services, Report No.
J9716480-001 and CERTIFICATION
OF APPROVAL, Approva Certificate
No: 94-1604, issue date: February 16,
1997, Expiration date: February 16,
2000.

CEM Reference Paper Summary for
Microwave Assisted Solvent Extraction.

Standard practice for solvent extraction
of total petroleum hydrocarbons from
soil and sediments using closed vessel
microwave heating. ASTM Designation:
D 5765 - 95, 1-3.

Standard practice for closed vessel
microwave solvent extraction of organic
compounds from solid matrices. ASTM
Designation D 6010 - 96, 1 - 5.

GreenChem™, vessel accessory set,
instructions for use, CEM Corporation,
601661, rev. 5.

Assessment Report (confidential) by
ITS Intertek Services, dated



35.

36.

37.

38.

39.

40.

41.

42.

43.

December 3, 1999, with CERTIFICATE
OF APPROVAL, certificate No: 94-
160c, issue date February 16, 2000;
renew date:February 16, 2003.

Intertek Services Audit Notes Record
page 15 - 30.

Reply to questions related to CEM
MARS-X, e-mail from Greg LeBlanc to
Ruth Chang.

Cdlibration and maintenance of CEM
MARS-X Microwave Accelerated
Reaction System, provided by CEM on
August 5, 2000.

AED Laboratory Operating Procedure -
microwave extraction of marine
sediment for semivolatile organic
analytes. AED LOP 2.03.019, revision
2, Jan. 1999 (contact person: Saro
Jayaraman, Atlantic Ecology Division,
US EPA, Narragansett, RI).

MARS-X Regulatory Approval, dated
September, 2000 by Dennis Manchester,
compliance manager Inchape Testing
Services, TEST RECORD CENELEC
STANDARD EN10-1:1993, with four-

page report.

Description of covered product by ETL
Testing laboratory, Inc. stds- UL 3101-
1/CSA 1010.1, Section F, 14p., CEM
Reference  Listing Report  No.
Jo7*16480-001.

Miller, Michael, MES-1000 soil
moisture study, dated June 9, 1995.

Miller, Michael, CEM Corporation,
Application and Advancements of
microwave Accelerated Extraction,
power point file with recovery data of
MARS-X, 2000 Pittsburgh Conference,
paper #013.

E-mail reply from Greg LeBlanc to Ruth
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Chang, regarding to MARS-X study,
dated October 3, 2000.

Other Literature related to CEM microwave
extraction system:

44.  Lopez-Avila\Viorica, Richard Y oung,
and Werner F. Beckert, Stability of
organic pollutants during microwave-
assisted extraction from solid matrices.
Residue and Trace Elements 81(2): 462
- 476, 1998.

45.  Zuloaga, Olatz, Nestor Etxebarria, Luis
A. Fernandez, and Juan M. Madariaga,
Optimisation and comparison of
microwave-assisted extraction and
Soxhlet extraction for the
determination of  polychlorinated
biphenyls in soil samples using an
experimental design approach. Talanta,
El sevier, 50:345 - 357, 1999.

46. Zuloaga, Olatz, Nestor Etxebarria, Luis
A. Fernandez, and Juan M. Madariaga,
Comparison of accelerated solvent
extraction with microwave-assisted
extraction and Soxhlet for the
extraction of chlorinated biphenyls in
soil samples. Trends in Analytical
Chemistry 17 (10):642-647, 1998.

47. Camd, Vaerie, Microwave-assisted
solvent extraction of environmental
samples. Trends in Analytical
Chemistry 19(4):229-247, 2000.

TECHNICAL EVALUATION:
GENERAL CONSIDERATIONS

The reproducible and effective recovery of
target anaytes from the matrix is a basic
requirement for a valid sample extraction
technology. Reproducible extraction requires
the use of an appropriate solvent, adequate
sample dispersion, and sufficient time for
partitioning anaytes from the soil or other
solid matrices. Important aspects for the
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evauation of a sample extraction technique
are: (1) the recovery of target analytes from
the matrices of concern under the established
conditions; (2) the time and solvent required
for the extraction; (3) the applicability of the
technology to a wide variety of the specified
sample matrix or matrices; and (4) the
stability of the chemicals under the specified
extraction conditions. On the basis of the data
packages submitted by the technology
developer/manufacturer and the available
literature, the technology was evaluated with
regard to the following aspects:

1. Operating Parameters. standard operating
conditions and parameters that affect the
extraction efficiency and recovery of
target analytes, and conditions for specific
applications;

2. Recovery Data and Matrix Effects. the
accuracy and precision of analyte recovery
from various matrices, and the extraction
efficiency of specified chemicas or
classes of chemicals,

3. Comparability: comparisons of
performance with other established sample
extraction techniques with respect to
recovery data, extraction efficiency,
economic, and environmental benefits;

4. Quality Control and Quality Assurance
Program: instructions for instrument
calibration and routine maintenance and
procedures followed by the user to assure
the data quality;

5. Manufacturability: the quality control in
the manufacturing process, including the
materials for construction, the instrument
assembly; safety features, and consi stency
in functional characteristics and reliability;

6. Health and Safety: general guidelines for
safety operation of |aboratory microwave
systems, Materials Safety Data Sheet
(MSDS), operators training, and

instructions for general environmental
safety.

TECHNICAL EVALUATION:
CONSIDERATIONS SPECIFIC TO
THISPRODUCT

As part of the research program, the U.S. EPA
Environmental Monitoring Systems
Laboratory in Las Vegas evaluated innovative
sample preparation techniques that could
minimize pollution in analytical laboratories,
while effectively extracting target analytes
from an environmental medium at reduced
cost. The Midwest Research Institute (MRI)
in Mountain View, CA was under contract
with the U.S. EPA to carry out the work
investigating the microwave technology and
its applicability as a tool for solvent
extraction. As the CEM MARS-X has not
been in the market long enough to generate
sufficient data for this evaluation, the
performance data and information used for
this evaluation are mostly based on that
generated by the earlier CEM Mode
MES-1000. Since both the MES-1000 and
MARS-X are based on the same operating
principle, with new features incorporated in
the MARS-X, the MARS-X would have
comparable extraction efficiency with better
temperature control and easier operation at a
reduced cost without sacrificing any of the
performance characteristics established for the
MES-1000. Information received from users
with experience in working on both
MES-1000 and MARS-X and the recent
recovery data generated from MARS-X*
support this conclusion.

Operating Parameters

1. Standard Operating Procedure

For the standard operating procedure, a5 to 10
gram portion of solid sample is weighed into
the extraction vessel. Approximately 25 to 30
mL of appropriate solvent are added into the
vessel. The extraction vessel is sealed and
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placed in the microwave system. Extractionis
performed at atemperature of 110 to 115°C at
a pressure of 50 to 175 psi for 15 to 20
minutes. The applied microwave energy is
regulated by the temperature feedback control
mechanism of the instrument. After
extraction, the vessel is allowed to cool to
room temperature before it is opened to avoid
loss of analytes. The supernatant is separated
from fine particles by decantation,
centrifugation, or filtration. The extract is
then subjected to analysis using appropriate
established analytical methods.

CEM conducted extensive studies to
determine the optimal operating parameters of
a closed-vessel microwave system.**
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extraction solvents at atmospheric pressure,
the microwave energy heats samples and
solvents in a closed, pressurized extraction
vessel. Under this condition, the temperature
can be rapidly increased above the boiling
point of the solvent. Table 1 shows that the
solvent temperature in the closed system at
175 ps relative to the atmospheric boiling
points. One can achieve temperature increases
of 100°C or more.”

Polar solvents with large dipole moments and
dielectric constants will heat rapidly in a
microwave field while nonpolar solvents are
transparent to microwave energy. The
solubility of an analyte can be affected by its
solvating characteristics and the temperature

Table 1. Comparison of Solvent Boiling Point and Closed-vessel Temperature

Solvent

Boiling Point (°C)

Closed Vessel
Temperature (°C)*

acetone
acetone-cyclohexane 7:3
acetonitrile
dichloromethane

hexane

methanol

At 175 psi
bUsinq Carboflon Heating Insert

56.2° 164

160
81.6° 194
39.8° 140
64.7° 162°
68.7° 151

‘Lange's Handbook of Chemistry, 14th ed. J.D. Dean, , 1922:11.10-11.12

Guidance for the analysis of specific analytes
in various environmental matricesis published
in CEM Application Notes.”” These include
conditions for the extraction of PAH, TPH,
pesticides;, and PCBs from various
environmental solid matrices, such as soil,
sediments. The following describes some of
the important factors that may affect the
technology performance.

2. FEffects of Solvent and Solvent Volume

Unlike conventional extraction methods that
are subject to the boiling temperature of

of extraction.® High solvent temperatures
increase extraction efficiency and thus reduce
extraction time. Therefore, the selection of an
appropriate solvent or solvent mixture is
crucial for the migration of compounds from
the sample matrix into the solvent. It has been
shown that the recoveries of chlorinated
pesticides were improved by changing the
solvent ratio of acetone to hexane from 1:1
(v/v) to match the azeotrope's vapor phase
ratio of 3:2 (viv)." A solvent system
consisting of a water-miscible solvent and
water-immiscible solvent is commonly used in
extraction to facilitate the extraction of wet
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solids and to extract the polar analytes.

Analyte solubility can be maximized by
adjusting the solvent mixture and controlling
the temperature.®

Some applications require the use of nonpolar
solvents to extract the target analytes. This
could present an obstacle for the use of the
microwave extraction technology since the
nonpolar solvent will not absorb microwave
energy and heat. Asindicated in the previous
section, however, the user can overcome this
problem by using the chemically inert
Carboflon heating insert, a strong microwave
absorber, to transfer the thermal energy to the
solvent-sample mixture. This allows use of
the microwave extraction technology with
nonpolar solvents® Results from several
studies suggest that solvent systems
commonly used for Soxhlet extraction can be
effectively used for microwave extraction but
use less solvent and less time for extraction. *
4811 gince 1:1 (v/v) acetone-hexane is
widely used in the standard Soxhlet method
for semivolatile organic compounds, this
solvent system was most commonly selected
for use in the CEM Microwave-Accelerated
Solvent Extraction System to maintain method
consistency. Aswith other sample extraction
methods, however, the operating conditions

for the Microwave-Accelerated Solvent
Extraction System are analyte and matrix
dependent. In one case, the results indicated
no difference in the recoveries of PAHs from
a soil sample when using acetone instead of
dichloromethane; while inconsistent results
were obtained for the extraction of other soil
samples using acetone.’

MRI evaluated the effect of solvent volume,
with and without the matrix by varying the
solvent volume from 5 to 30 mL.* The mixed
solvent, hexane-acetone (1:1), was used for
this study. With a 30-mL volume the
maximum temperature (156 - 160°C) can be
reached within 2.5 minvs 17 min for a5-mL
volume. When various solid matrices were
added, the effect of the matrix appeared to be
insignificant. Typically, solvent volumes of
25t0 30 mL for asamplesizeof 5to 10 g are
sufficient for the extraction of chemicaslisted
as EPA priority pollutants. %

3. The Effect of Moisture

Due to the microwave absorbing properties of
water, high-moisture samples would reach a
higher temperature than low-moisture samples.

In order to determine the ability to run
multiple samples simultaneously with different

Figure 4: Effects of M oisture on Heating
Curve for Soils
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moisture contents, CEM carried out a series of
studies to determine the effect of moisture
content on the operating system.** **  To
determine the extent of temperature variations,
CEM prepared vessels with oven-dried soilsto
which water was added to the soils to reach
moi sture contents up to 37.5%. Thirty-five mL
of solvent were added to each vessel. The
vesselswere then heated to 120°C and held for
5min. The control vessal with no water added
reached the set temperature in about 1.5 min
while those containing moisture continued to
heat above the set point. Depending on the
solvent system used and the moisture content,
the temperature varied accordingly. The
maximum temperature differential relative to
the dry sample was 12°C, observed for the
sample containing 37.5% moisture. Figure 4
presents the heating curves for the four soil
samples with 1:1 acetone-dichloromethane.™
Since the magnetron of the unit only operates
when the control vessel drops below the set
temperature, the control vessel should contain
amatrix with the least amount of water.

Microwave-Accel erated Reaction System, CEM Corp.

To determine the effect of moisture on the
recovery of chlorinated pesticides, a matrix
spike mixture containing lindane, heptachlor,
aldrin, dieldrin, endrin, and 4.4’ -DDT was
added to the above soils containing 0, 12.5,
25, and 37.5% of water. The four soil samples
with varying levels of moisture were extracted
within the same run. The temperature was
controlled by the sample with 0% moisture
added at 120°C for 20 min. The results
indicated that no apparent difference in
recoveries for the compounds selected
(Figure 5). The poor recoveries of aldrin may
be attributed to inappropriate solvent
selection. The recovery of adrin could be
improved by increasing the ratio of acetone to
methylene chloride to 3:2. The range of
temperatures in samples containing varying
moisture levels during the extraction does not
affect the recoveries of these compounds
under these conditions.

Figure 5: Spiked Soil Pesticide Recovery
Versus Moisture Level
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MRI aso carried out a study to investigate the
effect of moisture on the recoveries of two
reference soils containing PAHS, and selected
acid, base, and neutral compounds* The
anayses were performed on dry and wet
matrices to evaluate the effect of moisture on
the microwave extraction under the
established conditions (Table 2). The wet

4. Effect of Temperature, Pressure, and
Extraction Time

The effect of sample extraction time and
temperature on the recovery of 17 PAHs was
investigated by MRI.* Six standard reference
materials consisting of 4 marine sediments
and 2 soils were subjected to Microwave-

Table 2. Average Recoveries and Percentage RSDs for ERA Soil
EPA method® MAE
Compounds (mg/kg) Recovery Recovery RSD
(ave.%) (ave.%) (%,n=6)
Native Compounds
anthracene 7.2 63 73 11
benzo(a)anthracene 5.2 66 74 10
benzo(k)floranthene 2.4 63 49 8.6
chrysene 9,5 64 85 11
naphthalene 7.8 59 60 13
pyrene 6.3 66 75 10
dibenzofuran 6.5 74 81 9
1,2-dichlorobenzene 13 44 39 18
1,3-dichlorobenzene 8.6 31 26 16
1,2,4-trichlorobenzene 1.9 57 59 13
2,4-dinotrotoluene 4.8 80 106 14
bis(2-ethylhexyl)phthalate 15 20 75 10
isophorone 4.7 67 77 12
4-chlorpphenyl phenyl ether 3.4 81 79 9.3
butylbenzy phthalate 8.5 74 90 12
Phenol 3.9 65 72 19
2-methylphenol 3.4 a7 35 15
3-methylphenol 4.6 65 72 14
2,4,6-triniotrophenol 9.4 57 89 14
pentachlorophenyl 9.6 43 65 39
Spikes
anthracene-d10 5.6 83 12
fluoranthene-d10 5.6 83 9
benz(a)anhracene-d12 5.6 85 9
® typical recoveries of approved EPA method reported by ERA
Data presented is part of Table 5 in Anal.Chem.1994, 66, 1097-1106.

matrix contained 20% water.  Percent
recoveries of these compounds relative to the
certified valueswere al close to 80% and did
not appear to be affected by the moisture
present in the sample. The results of this study
are consistent with the finding of CEM.

Assisted Extraction (MAE) with
hexane/acetone (1:1) at ambient temperature
aswell asat 80, 115 and 145°C after reaching
the set temperature for 5, 10, or 20 min. At
the 95% confidence interval as a function of
temperature across the 17 compounds and six
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matrices, the average recoveriesindicated that
the recovery at ambient temperature (52%)
was significantly lower than that obtained at
80, 115, and 145°C (70%, 75.5% and 75%,
respectively). However, no significant
differences in recovery were observed at 115
and 145°C. The average recovery increased
dightly with extraction time but this
difference was not statistically significant. A
5-min extraction at 115°C was sufficient to
extract PAHs from soil or sediment matrices.
The recovery data for soil and sediment
samples containing base/neutral and acidic
compounds showed the same trend as in the
results of PAHs. Recovery at 115°C was
significantly higher than at room temperature.
Pressure is another variable affecting the
extraction efficiency but is directly controlled
by the temperature of a particular solvent in a
closed system. The effect of pressure was not
evaluated independently.®

These experimental results support the claim
that typica operating conditions for the
extraction process are 110 to 135°C at 100 psi.
Extraction times are 15 to 20 minutes for a
batch of up to 14 samples.?® The instrument
calibrations for microwave power, solvent
sensor, temperature and pressure as they
pertain to the operation of MARS-X are
described in the operating manual .

Recovery Data and Matrix Effect

To evaluate method performance, the extracts
obtained from microwave extraction using
MES-1000 were analyzed using SW-846
method 8270A for semivolatile compounds,
Method 8080 for organochl orine compounds,
Method 8141 for organophosphorus pesticides
(OPP), and Method 8150A for chlorinated
acid herbicides. The following presents some
of the recovery data and precision data of
microwave extraction using the MES-1000.

Microwave-Accel erated Reaction System, CEM Corp.

1. Recovery and Precision

11 PAHs

To evaluate the method precision and
accuracy, MRI extracted five to six 5-g
portions of the standard reference soils under
the established conditions.” One certified
standard reference soil was natural material
contaminated with 14 PAHs, dibenzofuran,
and pentachlorophenol with concentrations
ranging from 16 to 1450 mg/kg. The percent
recoveries relative to the certified values were
greater than 80% with RSDs mostly within
5% (n=6), except naphthalene (11.7%) and
pentachlorophenol (14.3%).  The other
standard reference material (ERA soil Lot No.
323) contained 20 compounds with their
certified values asindicated in Table 2. The
recoveries obtained by MAE were comparable
to those obtained with the EPA-approved
methodol ogies. There was more spread in the
average recoveries, because the soil contained
compounds with awider range of volatilities
than other reference soils.

1.2 Chlorinated Pesticides

Previous studies indicated that chlorinated
pesticides could be effectively extracted by
MAE.*  Forty-five chlorinated pesticides
listed in Method 8081 were spiked into
topsoil. The freshly spiked topsoil was
extracted by microwave solvent extraction
using the MES-1000 under the established
conditions. The spiking levels ranged from
20-200 pg/kg. Ninety five percent of these
compound recoveries were greater than 77%
(after correction for analyte loss during blow
down evaporation of solvent). The RSDs
were mostly less than 5% (n=3), with the
exception of 4 compounds (DBCP,
etridiazole, hexachloropentadiene, and t-
permethrin) having RSDs greater than 10%.
The recoveries of some chlorinated pesticides
of common interest can be found in Table 3 of
ASTM D 6010-96.%

Significantly lower recoveries of native
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compounds relative to the spiked matrix,
however, had been observed in severa
studies, and a common downward trend was
observed in the recoveries of spiked and aged
soil relative to freshly spiked soil samples. 8
There was more spread and decreasing
recoveries for semivolatile organics and
chlorinated pesticides as the soil aged from 24
hr to 14 days or 21 days® The
organophosphorus pesticides appeared not to
be affected as much. Whether the loss of
target compounds was due to microbiad
degradation or other chemical transformations
warrants further investigations.

1.3  Polychlorinated Biphenyls (PCBs)

Studies on the recoveries of polychlorinated
biphenyls (PCBs) from MAE were carried out
on 4 soils collected from a Superfund site and
a set of QC samples containing Aroclor 1060,
1254, and 1260.2 The QC samples were 5

(n = 4). The recoveries of 4 soils collected
from a Superfund site containing Aroclor
1248 ranged from 75 to 157%. Asshownin
Table 3, the sample with an RSD of 35% had
very low concentration (0.033 mg/kg). For
Superfund samples at such alow level, alarge
measurement error is to be expected.

The effects of soil types on the recoveries of
PCBs were also investigated. Aroclors 1016
and 1260 were spiked at two concentrations at
100 and 500 ng/g into three different soil
types (clay, topsoil, and sand) and subjected to
MAE. The results indicated that the average
recoveries were greater than 70% for both
Aroclor 1016 and 1260 from all three soil
types, except for Aroclor 1260 recovery from
clay soil at 62%. The RSDs (n=3) obtained
from three matrices were al less than 7%,
with the exception of 17% for Aroclor 1016
extracted from topsoil.> The extraction
efficiencies and precision of selected PCB

Table 3. MAE Method Performance of PCBs
Matrix certified value Aroclor Recovery® RSD
(mg/kg) type (ave.%) (%,n=4)
HS-1 marine sediment 0.022 1254 93 8.1
HS-2 marine sediment 0.1.112 1254 77 6
ERA soil 1260 83 2.6
freshly spiked topsoil 1016 74 5.6
1260 76 4.2
spiked topsoil aged for 24 hr at 4C 1016 80 14
1260 82 10
Superfund site soil 1 1248 102 3.5
Superfund site soil 2 1.13 1248 157 6.3
Superfund site soil 3 0.033 1248 87 35
Superfund site soil 4 1248 75 17
®Recoveries were not corrected for losses during blowdown evaporation
Data presented is part of Table 3 in Anal.Chem.1995, 67, 2096-2102.

certified reference materias (2 marine
sediments, ERA soil, freshly spiked topsoil
and a spiked and aged topsoil). Asindicated
in Table 3, the recoveries of reference samples
ranged from 74 to 93% (uncorrected for blow-
down evaporation) with RSDs less than 10%

congeners (CB-101, CB-118, CB-135, and
CB-180) were aso investigated.”® The
precision was good. In five determinations,
the %0RSDs were all less than 10% for every
congener.
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1.4  Acid, Base, and Neutral Compounds

There are 92 compounds listed in EPA
Method 8270 for acid, base, and neutra
compounds. With the exception of
benzo(b)fluoranthene, benzo(k)fluoranthene,
and n-nitrosodimethylamine (due to technical
difficulty), a mixture of 89 compounds was
spiked into topsoil.2 The spiking level was 5
mg/kg for each compound. The spiked
samples were extracted by microwave heating
under the established standard operating
procedures.

The recoveries of these compounds can be
found in ASTM, Designation: Table 1, D
6010 — 96.* The recoveries of 79 compounds
from freshly spiked soil ranged from 80 to
120%,; the recoveries of 14 compounds were
below 80% in which 5 compounds were
below 20%. These 5 compounds are
benzidine, a,a-dimethylphenethylamine, 2-
picoline, dibenzo-(aj)acridine, and 24-
dinitrophenol. These compounds generally
present analytical problemsin recovery.*® In
4 replicate analyses, the RSDs for the freshly
spiked topsoil were below 10% for 64 of the
95 compounds, 10-20% for 25 compounds,
and 28-39% for four compounds.® Overall,
the microwave extraction technique performed
adequately for the semivolatile compounds
listed in Method 8270C. Table5 presents one
of these studies on the recoveries and
precision of this group of compounds.? As
indicated, the recoveries were al within EPA
QC criteria, with the exception of three
chlorobenzenes as discussed below (see
Comparability Section for Acid, Base, and
Neutral Compounds).

1.5  Organophorus Pesticides (OPPs)

Forty-seven of OPPs listed in EPA Method
8141A were spiked into soil for the study.

The recoveries of these compounds can be
found in ASTM, Designation: Table 4, D
6010 — 96.** Carbophenothion, diazinon,
parathion methyl, and terbufos were not
included because of the analytical difficulties

Microwave-Accel erated Reaction System, CEM Corp.

in GC analysis. Forty-one out of 47 OPPs had
recoveries between 50 -120%. Six
compounds, monocrotophos, naled,
phosphamidon, TEPP, trichlorfon, and HMPA
had recoveries below 20%. Recoveries were
improved to 34-98%, however, when
extractions were performed from aged topsoil
samples to which water (2mL) was added.
The presence of water in the matrix was found
to improve in recoveries from aged topsoil
samples.?

1.6  Tota Petroleum Hydrocarbons (TPHS)

For the recoveries of total petroleum
hydrocarbons using microwave extraction,
CEM used three soil samples contaminated
with  different types of petroleum
hydrocarbonsin different matrices.” Duplicate
soil samples and a solvent blank were heated
in the microwave apparatus under standard
conditions. Asindicated in Table 10 (in the
following section), the recoveries of TPHs
from soils contaminated with diesel fuel and
soil contaminated with high molecular weight
oil were al in good agreement with the
certified values from microwave extraction.

Precision is excellent for microwave and
Soxhlet methods, specifically for extracting
the high-molecular weight components.

2. Matrix Effect

Just asin other extraction methods, the studies
indicated that microwave extraction was
matrix-dependent. Studies on recoveries of
six certified reference materials containing 17
PAHs indicated that the average recoveries, at
the 95% confidence intervals, were afunction
of six matrices under study. These matrices
included four marine sediments (HS-3, HS-4,
HS-5, and NIST1941) and two soil samples
SRS103-100 and ERA soil (Lot No 323).

Three HS standards are marine sediments
collected from Nova Scotia. The NIST1941 is
a sediment collected from Baltimore Harbor.
The average recovery of PAHs from a low
concentration  sample  (HS4  with
concentrations ranging from 0.15 to 1.25
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mg/kg) is higher than a concentration sample
( HS-5 with high concentrations ranging from
0.2 to 8.4 mg/kg). The NIST sediment with
concentrations comparable to HS-4 marine
sediment gave even higher recoveries than
HS-5. The ERA soil was spiked,
homogenized, and weathered materials.

Recovery was 83%, amost comparable to that
of the spiked sample. Therefore, it appears
that the matrix effect is more significant than

analyte concentrations. The recoveries of
PAHSs from reference materials ranged from
65 to 85%." °

3. Therma Degradation

An important aspect for success in extraction
was the avoidance of thermal degradation of
analytes during the extraction process. Itisa
concern of EPA that the microwave radiation

Table 4. Compounds Investigated for Thermal Degradation

benzo(ghi)perylene

PAHs
acenaphthene chrysene
acenaphthylene fluoroanthene-d10
anthracene flourene
anthracene-d10 fluoranthene
benzo(a)anthracene indeno(1,2,3-cd)pyrene
benzo(a)anthracene-d12 naphthalene
benzoa)pyrene Phenanthrene
benzo(b+k)fluoranthene pyrene

Base/Neutral Compounds

dibenzofuran
1,2-dichlorobenzene
1,3-dichlorobenzene
1,2,4-trichlorobenzene

2,4-dinitrotoluene
4-chlorophenyl phenyl ether
butyl benzyl phthalate
isophorone

Phenols

phenol
2-chlorophenol
2-methylphenol
3-methylphenol
2-nitrophenol
2,4-dimethylphenol
2,4-dichlorophenol

4-chloro-3-methylphenol
2,4,6-trichlorophenol
2,4-dinitrophenol
4-nitrophenol
2,3,4,5-tetrachlorophenol
2-methyl-4,6-dinitrophenol
pentachlorophenol

Organochlorine Pesticides

a-BHC

b-BHC

r-BHC

delta-BHC
heptachlor

aldrin

heptachlo epoxide
r-chlordane
endosulfan-I
a-chlordane

dieldrin

4.4'-DDE

endrin
endosulfan-Il
4,4'-DDD

endrin aldehyde
endosulfan sulfate
4,.4'-DDT

endrin ketone
methoxychlor

|Data presented is part of Table 1 in Anal.Chem.1994, 66:1097-1106.
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may result in degradation of the more
thermol abile semivolatile compounds, such as
phenols, phenoxy acid herbicides, and
organophosphates during the extraction
process due to solvent-analyte interactions. A
joint EPA-Environment Canada study using
split  samples distributed among six
laboratories adequately demonstrated that the
microwave radiation had no detrimental effect
on the recoveries of these groups of
compounds.”

To test for possible degradation during the
extraction, MRI performed experiments to
determine the thermal stability of various
groups of compounds. Compounds under this
investigation are listed in Table 4. In these
experiments, solvent (hexane/acetone, 1:1)
and soil spiked with target compounds were
heated at 115°C for 10 min at 50% power.
Three determinations were performed in each
study.

All the recoveries of 18 PAHs from soil were
above 73%, except naphthalene, 66%. The
recoveries of 9 selected base/neutral
compounds ranged from 62 to 97%. In
consideration of possible losses during the
preparation process (filtration and blowdown
steps), the volatile characteristics of
naphthal ene and chlorinated benzene, and the
measurement error, a loss of 30% is not
unreasonable. Therefore, the degradation of
PAHs and base/neutral compounds can be
assumed to be negligible.

For 14 phenols, al recoveries ranged from 80
to 111% from spiked solvent and greater than
70% from spiked soil, with the exception of
2,4-dinitrophenol and 2-methyl-4,6-
dinitrophenol with recoveries of only 9.4 and
17%. Since the recoveries of these two
compounds from heating in solvent alone are
106% and 111%, these results suggested that
reactions occurred in the presence of soil other
than therma degradation caused by
microwave energy.

The recoveries of 20 chlorinated pesticides

Microwave-Accel erated Reaction System, CEM Corp.

from spiked solvent ranged from 83 to 117%
with RSDs within 6%. The recoveries from
spiked soil ranged from 74 to 123%, with the
exception of methoxychlor at 169%. The
RSDs ranged from 8 to 22%. No evidence of
degradation for the organochlorine pesticides
was observed. The spiked organochlorine
pesticides did not degrade even after subjected
to 20 min of microwave extraction under the
conditions established.” Because of the
known thermal instability of endrin and DDT,
the recoveries of these two compounds were
investigated by CEM."  These two
compounds at 4 ug each were added to 30 mL
of 1:1 (v/v) acetone-hexane and heated in the
microwave unit at 150°C for 15 min. Very
little breakdown products of endrin or DDT
were detected in this study.

The therma degradation of PCBs was
evaluated using Aroclor 1016 and 1260 which
were subjected to microwave extraction under
various conditions: in the presence of solvent
alone, solvent with dry topsoil, and solvent
with wet topsoil. These experiments were
conducted at 50°C and 145°C for 5 and 20
min at 100% power (1000W). Therecoveries
in every case were above 71% for Aroclor
1016 and above 80% for Aroclor 1260
without correcting for blow-down losses; thus,
the possibility of PCB degradation upon
heating of solvent/soil suspensions with
microwave energy was negligible.

Comparability

Comparisons of the performance of
microwave-assi sted extraction with
conventional  extraction techniques for
environmental applications have been
extensively studied by MRI and other
investigators, #° " 89111221 3132\ ethods of
Soxhlet, sonication, and supercritical fluid
extraction (SFE) are commonly used for these
comparisons. The CEM MES-1000 was the
device used for the evaluation of the
extraction efficiency by microwave energy.
The results of some major studies are
summarized in the following.
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1. Semivolatile Organics

MRI conducted a study to compare the
extractability of a group of semivolatile
compounds under the established conditions.
In this study, freshly spiked soil samples and
2 standard reference materials were extracted
with hexane-acetone (1:1) by MAE and
Soxhlet extraction, with methylene-acetone
(2:1) by sonication, and with supercritical
carbon dioxide modified with 10% methanol

1.1  Acid, Base, and Neutral Compounds
Table 5 compares the results for the analysis
of a certified ERA reference soil. The
recoveries of 23 compounds known to be
included in ERA soil and 6 deuterated
surrogates were all within the acceptable QC
criteria established by the EPA.** The
concentrations of target analytes ranged from
265 to 146 mgkg and the spiked

Table 5. Recovery of Selected Method 8270 Compounds from ERA soil
certified value  EPA QC MAE Soxhlet Sonication SFE
(mg/kg) criteria Recovery RSD Recovery RSD Recovery RSD Recovery RSD
(rec.%) (ave.%) (%,n=3) (ave.%) (%,n=3) _ (ave.%) (%,n=3) (ave.%)  (%,n=3)

Native Compounds
anthracene 7.3 27-133 69 4.4 46.9 12 46.5 22 55.6 7.5
benzo(a)anthracene 6.5 24-159 101 5.8 122 13 66.7 13 74.5 7.4
benzo(k)floranthene 6.5 11-162 101 5.8 122 13 66.7 13 74.5 7.4
benzo(a)pyrene 3.0 17-163 67 6.2 57 4.6 39.4 6.5 53 12
bis(2-ethylhexyl)phthalate 6.9 8-158 118 15 118 6.3 170 38 103 75
butylbenzy phthalate 3.9 D-152 113 1 113 6 131 26 90.4 6.5
4-chloro-3-methylohenol 5.1 22-147 89.9 0.8 76.9 4.9 73.6 13 86.4 9
4-chlorpphenyl phenyl ether 4.8 25-158 96.9 2.8 95.6 7.5 83.4 15 70 7.5
chrysene 2.7 17-168 113 1.9 107 6.7 79.6 14 86.7 6
dibenzofuran 3.8 - 89.6 1.8 88.8 11 76.7 17 63.6 6.3
1,2-dichlorobenzene 8.8 32-129 20.7 5.8 17.6 32 20.4 18 9.9 16
1,4-dichlorobenzene 5.1 20-124 13.3 5.6 10.5 28 14 21 5.9 15
2,4-dichlorophenol 9.1 39-135 69.8 1.1 51.7 15 64.3 26 65.6 9.2
2,4-dichlorotoluene 7.0 39-139 98.6 2.6 80.3 16 67.5 39 72.4 10
2,6-dintrotoluene 5.2 50-158 95.4 2.3 88.1 8.1 73.7 33 72.1 11
2-methylphenol 12.0 - 50.5 1.3 329 15 48.9 18 36.4 11
4-methylphenol 8.7 - 53.9 0.4 42.6 5.5 55.7 21 40.7 15
naphthalene 3.5 21-133 50.2 3.3 44.1 26 49.1 17 334 13
n-nitroso-di-n-propylamine 5.4 D-230 68.8 2 73.6 23 74.8 13 55.8 15
pentachlorophenol 15.0 14-176 72.4 3 65.5 3.2 335 72 52.1 17
pyrene 6.0 52-115 107 11 102 7 141 49 77.5 7.2
1,2,4-trichlorobenzene 2.3 44-142 39.8 4.1 32.9 30 39.8 18 24.4 14
Surrogates
2,4,6-triniotrophenol 6.5 37-144 89.5 2 41.3 47 67.4 27 82.5 4.5
2-Fluorobypheny 5.0 30-115 77.7 1.2 74.6 14 78.9 10 52.9 14
2-fluorophenol 5.0 25-121 60.4 3.8 50.2 23 62.1 15 49.8 15
nitrobenzene-d5 5.0 23-120 61.7 2.7 54.9 22 66.5 11 41 16
phenol-d5 5.0 24-113 69.4 1.3 65.5 21 73.4 13 57.1 15
terphenyl-d14 5.0 18-137 109 1.9 92.4 20 151 36 77.3 7.6
2,4,6-tribromophenol 5.0 19-122 102 1 51.8 50 64.1 43 80 1.3
Ref: J. of AOAC International 1996, 79, Table 2, 142-156

by SFE.** The microwave extractions were
performed according to the suggested standard
operation procedures. a 10-g portion of the
spiked soil or standard reference material was
extracted by MAE with 30 mL hexane-acetone
(1:1) at 115°C for 10 min. Conditionsfor the
extraction by Soxhlet and sonication were
performed as described in EPA Method 3540
and 3550, respectively.  Six surrogate
compounds were added to the respective soil
samples immediately prior to extraction.
Recoveries were based on ERA-certified
values.

concentration for each surrogate was 5 mg/kg.
Overadl, the recovery and precision by MAE
are better than the other three extraction
methods. The recoveries of chlorobenzenes
obtained by four methods were low (two
dichlorobenzenes <20%, and 1,2/4-
trichlorobenzene<40%). The volatility of
these compounds may account for these low
recoveries. Recoveriesfor MAE were 51 to
118% with RSDs of 0.8 to 6.2%; for Soxhlet
extraction 33 t0122% with RSDs of 4.6 to
30%,; for sonication 34 to 151% except bis(2-
ethylhexyl)phthalate with RSDs of 6.5 to

page 22 of 35



49%; and for SFE 3.4 to 103% with RSDs of
6 to 16%.

The recoveries of 15 basic compounds from
NIST 1941a sediment varied widely in al the
extraction methods; benzidine was not
detected by any of the extraction methods
(Table 6). The recoveries of the compounds
were 0.7 to 53.6% for MAE; 0.2 to 114% for
Soxhlet extraction, 2.4 to 147% for sonication,

Microwave-Accel erated Reaction System, CEM Corp.

concentration for each surrogate is 5000
mg/kg. Although these data were within
EPA’s acceptance criteria, recoveriesby MAE
were lower than those achieved for the other
technologies. The chromatograms of extracts
obtained from MAE were the dirtiest among
the three methods, and the SFE extracts were
the cleanest. It appears that interference may
have contributed to the low recovery of MAE.
According to explanation given by authors,

Table 6. Recovery of Selected Basic Compounds from Spiked NIST 1941a Sediment
MAE Soxhlet Sonication SFE
Compound Recovery RSD Recovery RSD Recovery RSD Recovery RSD
(ave.%) (%, n=3) (ave.%) (%,n=3) (ave.%) (%, n=3) (ave.%) (%, n=3)

4-aminobiphenyl 2.8 13 24 136 5.5 36 6.6 61
aniline 5.1 59 30 46 40 44 17 18
benzidine 0 - 0 - 0 - 0 -
4-chloroaniline 8.1 40 8.3 79 43 5.8 45 120
dibenzo(a)acridine 12 15 58 6.3 60 26 2.4 100
dimethylaminoazobenzene 0 - 0 - 22 23 0 -
3,3'-dichlorobenzidine 44 12 24 56 100 34 62 18
a,a-dimethylphenethylamine 4.1 8.3 9.8 37 2.4 22 5.3 20
1,2-diphenylhydrazine 54 24 114 11 147 21 137 5.3
1-naphthylamine 1 41 0.5 6.9 10 31 6.9 3.1
2-nphthylamine 0.7 9.7 1.7 24 25 74 2.3 10
2-nitroaniline 51 21 85 12 106 7.9 92 17
3-nitroaniline 18 37 4.9 64 58 23 13 8.4
4-nitroaniline 24 20 10 48 75 24 12 63
2-picoline 21 8.8 78 4.1 24 55 20 59
Ref: J. of AOAC International 1996, 79, Table 4,142-156

and 0 to 137% for SFE. Recoveries of these
selected basic compounds from freshly spiked
soil by microwave heating significantly
improved the overall recoveries of MAE to 65
to 102% under comparable extraction
conditions, with the exception of benzidine
and 2-picoline. These results suggest the
matrix effect of the sample may contribute to
the low recoveries of MAE. This result is
consistent with other studies, which show that
the performance of MAE is matrix-
dependent.*?

12 PAHs

Table 7 presents the recoveries from a
NIST1941 sediment.* The reference material
contained 14 PAHs with certified
concentrations ranging from 361 to 1010
mg/kg in marine sediment. The spiked

the NIST sediment was rich in sulfur and
MAE might extract more of this interference
from the matrix than the other methods. The
recoveries of PAHs by MAE ranged from 42
to 98% with the exception of naphthalene
(26%) and Benzo(g,h,j)perylene (37%), and
the RSDs ranged from 10 to 33%.

A comparison study for the recoveries of
PAHs from a native soil using a 20 min of
microwave extraction vs the 6 hr of Soxhlet
extraction using the same extraction solvent
indicated that the results obtained by the two
methods were comparable, 279.8 mg/kg by
microwave extraction vs 297.4 mg/kg by
Soxhlet extraction.” The RSD is 13% (n = 4)
for MAE vs 10% (n=5) for Soxhlet.’
However, MAE saves sdignificantly in
extraction time and in solvent as compared to
Soxhlet extraction.
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Table 7. Recovery of Selected PAHs from 1941a Sediment Material
certified value EPA QC MAE Soxhlet Sonication SFE
(ug/kg) Criteria Recovery RSD Recovery RSD Recovery RSD Recovery  RSD
(rec.%) (ave.%) (%, n=3) (ave.%) (%, n=3) (ave.%) (%, n=3) (ave.%)  (%.n=3)

Native Compounds
anthracene 184 + 14 27-133 114 15 112 4.9 114 26 171 40
benzo(a)anthracene 427 + 25 33-143 79.6 7.3 97.7 3.9 112 30 88.8 7.7
benzo(b)floranthene 740 + 110 24-159 68.2 6.6 137 5.7 131 4.7 128 6.1
benzo(k)floranthene 361+18 11-162 68.2 6.6 137 5.7 131 47 128 6.1
benzo(g,h,l)perylene 525 + 67 D-219 51.4 6.9 64.5 2.2 71.3 35 34 9.6
benzo(a)pyrene 628 + 52 17-163 49.4 6.1 87.2 34 83.1 8.6 68.3 3.9
chrysene 380+ 24 17-168 129 8.6 161 1.4 161 6 159 10
benzo(a,h)anthracene 73.9+9.7 D-227 123 7.2 152 0.9 213 30 128 24
fluoranthene 981+ 78 26-137 87.7 12 814 14 68.4 2.1 62.6 2.6
fluorene 97.3+8.6 59-121 97.9 24 76.7 11 69.7 14 87.4 10
indeno(1,2,3-cd)pyrene 501 + 72 D-171 57.9 6.5 74.8 4.4 75.1 33 40.8 13
naphthalene 1010 + 140 21-133 48.5 13 50.3 11 20.6 33 31.7 13
phenanthrene 489 + 23 54-120 119 28 92.8 3.6 73.5 7 82.4 39
pyrene 811+ 24 52-115 7.7 13 106 4.5 107 6.3 98.8 4.2
Surrogates
2-Fluorobypheny 5000 30-115 90.9 4.4 91.6 14 66.5 1.4
2-fluorophenol 5000 25-121 47.6 15 41.7 63 355 15
nitrobenzene-d5 5000 23-120 60.9 7.2 50 45 28.6 9.5
phenol-d5 5000 24-113 86.1 6.1 77.1 30 69.4 7.9
terphenyl-d14 5000 18-137 111 6.5 124 16 94.3 6.6
2,4,6-tribromophenol 5000 19-122 82.1 7.6 106 14 815 16
Ref: J. of AOAC International 1996, 79, Table 3, 142-156

1.3 Organochlorinated Pesticides (OCPs)

and PCBs

Table 8 presents a comparison of MAE with
Soxhlet and sonication extractions in the
recoveries of OCPs.® Under the established

studies, the extraction recoveries by MAE in
general are higher than Soxhlet and sonication
extractions, except under specific matrix
effects. The average recoveries were 72 to
116% for MAE, 63 to 128% for Soxhlet
extraction, and 61 to 108% for sonication.

The recovery of hexachlorocyclopentadiene

Table 8. Extractions of Chlorinated Pesticides by Sonication, Soxhlet, and MAE

Sonication Soxhlet MAE
Compound Recovery RSD Recovery RSD Recovery RSD
(ave.%) (%, )n=3 (ave.%) (%, n=3) (ave.%) (%, n=3)
aldrin 66 5.2 78 3.7 87 2.1
a-BHC 70 6.2 70 4.7 94 4.1
delta-BHC 0 68 1.7 97 2.8
4,4'-DDT 108 5.7 128 3.6 116 5.6
dieldrin 79 4.4 96 2.7 86 3.8
endosulfan-I 68 3.9 69 3.3 87 3.1
endosulfan-I| 63 5.3 58 8.3 72 6.3
endrin 62 6.4 63 2.7 97 1.9
heptachlor 69 5.2 85 6.7 110 14
heptachlor epoide 61 4.9 70 29 95 2.7
hexachlorobenzene 66 5.6 74 7.2 81 1.6
hexchlorocyclopentadiene 45 11 22 96 107 12
Data presented is from Table 2 in Anal.Chem.1995, 67, 2096-2102.

conditions for MAE, the recoveries of these
compounds were comparable to those reported
earlier for the sonication and Soxhlet
extraction techniques. As shown in other

was dramaticaly improved by MAE, 107%
compared to 45% for sonication and 22% for
Soxhlet extraction. The method precision was
comparable by using three techniques, with
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RSDs mostly within 2 to 6% with the
exception of hexachlorocyclopentadiene,
which showed a higher %RSD by all three
methods.

Comparing the performance data on the
extraction of 95 compounds listed in EPA
method 8270 by various methods under
study,” MAE and Soxhlet gave the
comparable recovery data; sonication gave
dlightly higher recoveries, and SFE produced
the lowest recoveries. MAE gave the best
precision, 90 of 94 compounds recovered with
RSDs < 10%. Soxhlet extraction gave the
worst precision, only 52 of 94 compounds
recovered with RSDs < 10%. The recoveries
of polar compounds are generally below EPA
acceptable criteria. MRI found that extraction
of these compounds by MAE with acetonitrile
improved the recoveries of these
compounds.*?

Comparable results in the extraction of PCB
isomers by microwave-assisted extraction

Microwave-Accel erated Reaction System, CEM Corp.

with other extraction methods have been
reported.”®  Five aliquots of a certified
reference industrial soil containing 4 PCB
isomers (CB-101, CB-118, CB-1253 and CB-
180) were extracted by Soxhlet, sonication,
MAE, and Accelerated Solvent Extraction
ASE). Values obtained from MAE were in
good agreement with the certified values
(Figure 6). The results of MAE were
comparable with ASE and Soxhlet
extractions. Both MAE and ASE systems
offer high extraction efficiency when
operating at their respective optimal
conditions.  Both extraction procedures
significantly reduce extraction time and
solvent use, relative to the Soxhlet extraction.

A study usng MARS-X microwave extraction
system was conducted by the Water Research
Institute at the University of Maine to
determine the concentrations of chlorinated
pesticides and PCBsin fish tissues.”” Figure 7
presents comparabl e pesticide concentrations

Figure 6. Comparison of Concentrations Obtained by MAE,
Soxhlet, and ASE Methods with the Certified Values
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Figure 7. Concentrations of Pesticide in Fish (ng/g)
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found in various fish tissues using both
microwave and Soxhlet extraction methods.
Table 9 is the comparison of PCBs resultsin
these fish tissues.

2. Tota Petroleum Hydrocarbons

To evauate the performance of the MES-1000
for the extraction of tota petroleum
hydrocarbons (TPH), CEM analyzed three soil

samples contaminated with different types of
petroleum hydrocarbons in different matrices.”
For quality control, duplicate samples and a
solvent blank were heated in the microwave
apparatus with 30 mL of acetone-hexane (1:1)
at 150°C for 15 min. These samplesincluded:
(1) amoist soil contaminated with diesel fuel,
(2) adry standard reference material (SRM)
containing no. 2 diesel fuel, and (3) soil
contaminated with high molecular weight

Table 9. Total PCB Concentrations in Fish Tissues

Concentration (ng/q)

Fish Tissue Soxhlet
Striped Bass 1 8.25
Striped Bass 2 15.8
Trout 42.4
Small Mouth Bass 377
White Sucker 1 829
White Sucker 2 987

Microwave

8.86
16.7
53.6
386
856
1005

Data are courtesy of Water Research Institute, University of Maine
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hydrocarbons, such as motor ail, transmission
fluid, and diesel fuel. These samples were
then subjected to extractions by microwave,
and the performance was compared to that of
Soxhlet and sonication using conditions
specified in EPA Methods. For the moist soil,
the recovery of diesel-range organics from
microwave extraction was comparable to
sonication extraction (220 and 250 mg/kg
from microwave vs 220 mg/kg for sonication).
For the SRM, the recoveries from microwave
extraction and Soxhlet were in good
agreement with the certified values (923 and
963 mg/kg for microwave vs certified vaue of
990 mg/kg), and dlightly higher than
sonication extraction (758 and 787 mg/kg for
sonication). Table 10 shows the TPH
recovery from soil contaminated with higher-
molecular weight hydrocarbons.’

Results obtained from this study demonstrate
that recoveries in microwave extractions are
comparable to those obtained by standard
Soxhlet methods and are more efficient than
sonication extractions, specificaly for the
components of heavier molecular weight of
petroleum hydrocarbons. The system has
shown to be a viable aternative to extract
TPH from highly contaminated soil. On the
basis of this performance data, CEM
submitted the method for solvent extraction of
total petroleum hydrocarbons from solid
matrices using closed vessel Microwave
heating to ASTM®* and was approved.

Microwave-Accelerated Reaction System, CEM Corp

3. Polychlorinated Dibenzo(p)dioxins and
Dibenzofurans (PCDD/PCDF)

Good recoveries for 17 isomers of 2,3,7,8-
substituted PCDD and PCDF by microwave
extraction were also reported.® Comparable
results to those from Soxhlet extraction were
obtained from sewage sludge, fly ash, and
sediment. Due to the complicated nature of
the PCDD /PCDF and their presence at trace
levelsin the environment, the practical use of
MAE for dioxin and related compounds from
the above described matrices warrants more
studies.

Quality Control
Program

and Quality Assurance

To ensure that data quality meets project-
specific objectives, the user of the Microwave
Accederated Solvent Extraction System should
follow the specific guidance established for
U.S. EPA SW-846 Method 3500 for sample
extractions, and in addition, the guidance for
the respective instrumental analytical method.
A method blank should be run concurrently
with each batch of analyses to demonstrate
that the system and reagents were free from
interference. Surrogate compounds should be
spiked into the soil matrices prior to sample
extraction to monitor the extraction efficiency.
Standard Reference Materials containing
target analytes should be analyzed to
demonstrate accuracy or bias of the extraction
method.

Table 10. Total Petroleum Hydrocarbon Recovery from Soil

Soxhlet (mg/kg)

Sonication (mg/kg) Microwave (mg/kg)

®Acetone-hexane (1:1)
1.33  0.02 (n=6)

Solvent
Concentration (mg/kg)

#100mL, 7 hr extraction
®400 mL. 20g sample, modified SW-846 Method 9017
30 mL extracdtion at 150°C, 15 min; 5g sample.

®Freon-113
0.96, 0.92 (n=2)

‘acetone-hexane (1:1)
1.32 + 0.01 (n=11)

Ref: American Laboratory, February 1995, Table 6, p.72
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CEM requires that routine instrument
maintenance and calibration must be
performed every 12 months to assure that
performance criteria are met.¥  Routine
instrument  calibration procedures are
available to the customers.® The standard
operating procedure (SOP) for instrument
performance checks, scheduled calibration
checks, and preventive maintenance
procedures can be obtained from CEM. CEM
indicates that experienced representatives are
available to assist customers on technical
iSsues.

Manufacturablity

CEM Corp. manufactures and markets
instruments within aquality program, which is
certified under 1SO-9002 by Intertek Testing
Services® CEM Corporation indicates that
its products are designed, developed, and
manufactured in conformity with 1SO-9002
requirements. Internal and externa audits
have been performed to maintain 1SO-9002
certification. The certification period was
recently extended to the February 16 of
2003.* % Reports received from al ten users
of CEM MES-1000 and MARS-X reflect
genera consensus that the instrument requires

little maintenance work under norma
operating conditions. The instrument
downtimeis minimal.

Health and Safety

Because many organic solvents are
flammable, heating a solvent in a microwave
field poses a safety issue. Figure 8 illustrates
the schematic of a Microwave System
designed for heating organic solvents. The
safety features include an exhaust fan to
evacuate the cavity air volume approximately
once every second.

If the exhaust fan would fail or a blockage
would occur downstream of the fan, the
airflow switch, located downstream of the
exhaust fan, will shut down the system. A
solvent detector monitors the cavity for the
presence of solvent. The detector shuts down
the system if solvent concentrations are 1/10
of the lower explosive limit for a solvent; it
will set off an alarm, and post a message for
operators. The cavity is coated with PTFE to
minimize potential high-energy discharges,
and the door is designed to withstand
explosion. The user should operate the
microwave unit in accordance with CEM’s
recommended safety instructions.?

Figure 8: Safety Exhaust and Solvent Detector
Microwave -E:eefillci)ﬂgm
Cavity Exhaust
Fan
S /
=
Extraction —— >
Vessd —f— | — =
P i e Q Venturi
—\ Vam Tube
: Solvent
Air Flow
Switch Detector
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1. Worker Safety

Worker safety issues are associated with
possi ble exposure to microwave energy and to
solvents. DTSC did not conduct independent
tests of CEM’s claim that microwave energy
exposure is negligible.  The maximum
allowed leakage at the door is given by CEM
aslessthan 1 milliwatt per square centimeter
at the door surface. This is 80% below the
maximum level allowed by federal law. The
issue of solvent exposureis minimal since the
vessels are completely sealed. If the vessels
should vent, the instrument has a built-in
safety system to detect organic vapors and
shut off the system automatically. The
MARS-X is pat of the “family” of
instruments approved under MARS 5 Test
Reports. The MARS 5 system has been
tested, passed and approved under the
Electrical Safety Standards for Laboratory
Equipment.® The testing was conducted by
ETL Laboratories, an OSHA Nationally
Recognized Testing Laboratory.* The frame
designed for GreenChem™ Extraction
Vessels provides a unique safety relief
mechanism to prevent vessel over-
pressurization and rapid cooling after
completion of extraction.®

2. Operator Training Requirements

An important consideration for adoption of
this technique is the safety of the equipment
for the handling of potentially flammable
solvents. Common sense and good
laboratory practices must be applied to
minimize these hazards. Instructions
specifically provided by CEM for safe
operation are given in the Operation Manual
prepared for the Microwave Accelerated
Reaction System.”

USERS SURVEY

The experience of ten users of the CEM
Microwave Extraction System was ascertained
in a telephone survey conducted during the

Microwave-Accelerated Reaction System, CEM Corp

period of March 8 to12, 2000. Among these
users, two are the users of Model MES-1000,
seven of Model MARS-X, and oneisauser of
both MES 1000 and MARS-X. The questions
posed to the users included the duration of
instrument use, the users applications and

satisfaction,  reliability of  instrument
performance, requirements of routine
maintenance for the users  specific

applications, and the users perceived
advantages or disadvantages of the system
relative to other solvent extraction systems.
Use of Model MES -1000 varied from 2 to 4
years.  Other than the capabilities of
temperature control and adequateness of the
vessel sealing during high-temperature
operation, there was a consensus of
satisfaction for Model MES -1000 users.
According to CEM, these limitations have
been improved in the MARS-X system. Use
of Model MARS-X varied from 6 months to
one year. Although in service for a shorter
period of time, the technology has been shown
to be applicable to a variety of matrices,
including biological tissues, grains, marine
sediments, soils, and fatty foodstuffs. The
recoveriesin general ranged from 70 to 130%.
The analytes included chlorinated pesticides,
PAHSs, TPH, PCBs, and semivolatile organics.
One MARS-X user indicated that the system
was good for extraction of nitro-PAHS,
because the extraction was completed in a
short period in aclosed vessel, thus reducing
the potential for a photochemical reaction of
the compound.

The general comments received from usersin
this survey are: (1) Saving time, solvent and
labor are the major advantages relative to the
conventional organic extraction methods such
as Soxhlet extraction; (2) The new design of
MARS-X expands the cavity to make the
operation much easier and provides better
temperature control of the operating system;
(3) The frame design of MARS-X is much
eas er to operate than the MES-1000 in which
the safety membrane was ruptured easily; (4)
The users of MES-1000 and MARS-X , in
general, are satisfied with the performance of
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instrument for their specific applications; (5)
Very little maintenance work is required under
normal operating conditions, (6) The
instrument downtime is minimal; except in
one case, and (7) The CEM staff provides
good technical support and is helpful in
problem solving and consultation for method
development. The users aso experienced that
the system had been automatically shut down
due to leaking solvent under high
temperatures. Unlike the MES-1000, the
MARS-X has no readout for system pressure.
CEM indicates that the operating pressure is
controlled by the temperature and provides no
independent function. Pressure readout can be
provided, however, as an option upon request.
The vessel can be safely operated at
temperatures up to 200°C and ther
corresponding pressure for all commonly used
extracting solvents. Therefore, CEM chooses
to make the pressure measuring feature an
option. Software will limit the end user from
ever programming in a value above 200° C.
Vesseal safety venting mechanisms will come
into play to prevent pressure build up.

SUMMARY OF FINDINGS AND
RECOMMENDATIONS

This evaluation report is based on the
documents, publications, and method
development and research data generated by
CEM as well as by MRI as an independent
research institute, and by other investigators.
As s the case with many technologies, CEM
over time improves its product. Due to the
short period of commerciaization of the
MARS-X solvent extraction system, the
validation data for this evauation were
generated mostly by the MES-1000. This
report isfocussed on the evaluation of solvent
extraction system for environmental
applications.

Both MES-1000 and MARS-X are based on
the same basic operating principle that
combines the speed of microwave heating and
closed (sealed) vesseal technology to achieve

elevated temperatures under controlled
conditions.  With severa new features
incorporated in the technology, the MARS-X
provides equivalent extraction efficiency,
better control of individual vessel temperature,
and easier operation without sacrificing
performance demonstrated by the MES-1000.
Typicaly, MAE was operated by extracting 5
to 10 grams of solid samplein 25 to30 ml of
equivalent solvent systems used in the Soxhlet
extraction for 20 to 30 min at 110°C to135°C.
Up to 14 samples can be simultaneously
extracted per heating cycle. Results obtained
from presented studies consistently indicate
that CEM microwave extraction system is
capable of achieving an extraction efficiency
equivalent to conventional extraction
techniques  (Soxhlet, sonication and
supercritical fluid) for most target anaytes
listed in the EPA priority pollutants (acid/base
and neutral compounds, organochlorine
pesticides, PCBs, organophorus pesticides)
from various solid environmental media (soil,
sediments, and dludge, etc). In some
applications the MAE is better than SFE
techniques.  Other applications include
extraction of TPHs from soil matrices
contaminated with various types of petroleum
hydrocarbon products and PCBs from various
biological tissues.

The results provide little evidence of chemical
effects or thermal degradation for most of the
environmenta pollutants during the extraction
process. As with other extraction methods,
the recoveries from microwave extraction can
vary due to the characteristics of the analyte,
the presence of interference in the sample, and
the sample matrix. Therefore, it is the
responsibility of a user to evauate
independently the factors or interference that
are specifically associated with each case of
study and to modify the operating parameters
as necessary to meet data quality objectives
and measurement objectives for the intended
application. The quality control procedures
for sample extraction specified in U.S. EPA
SW-846 Method 3500 should be followed to
ensure the defensibility of the data
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Consultation with CEM for special-case
applicationsis highly recommended.

CEM users indicated that the major
advantages of CEM MARS-X are significant
savings in extraction time, solvent
consumption, and labor. The instruments
reguire little maintenance work under normal
operating conditions, and instrument
downtimeis minimal. Microwave extraction
has been approved by the U.S. EPA SW-846
Organic Methods Workgroup as Method 3546
for incorporation into SW-846 update IV b for
Solid Waste Testing. The CEM Corporation
is certified under 1SO-9002 by Intertek
Testing Services until February 16, 2003. The
instrument is tested and approved by ETL
Laboratories, aNationally Recognized Testing
Laboratory accredited by OSHA.

On the basis of these findings, this evaluation
supports the vendor’ s claims that technology
extraction efficiency of CEM product
MARS-X is comparable to the Soxhlet
extraction with a reduction in solvent
consumption of 80 to 96 % and reduction in
extraction times of 95 % on a per-sample
basis. The evauation team recommends
certification of the CEM MARS-X microwave
accel erated reaction system as an dternative to
Soxhlet, sonication, pressurized fluid

Microwave-Accelerated Reaction System, CEM Corp

extraction and supercritical fluid extraction.
It conforms to EPA’s pollution prevention
goals by reducing the volume of waste
solvents.

EVALUATION TEAM AND REPORT
AVAILABILITUY

The professional team of this evauation
included Ruth R. Chang, Ph.D. (Project
Manager), James Cheng, M.S. (Chemistry),
Cynthia Dingman, B.S. (QA officer), and G.
Wolfgang Fuhs, Dr. sci. nat. (Program
manager). The team members acknowledge
Dr. Viorica Lopez-Avila a the Mid West
Research Institute for her comprehensive and
critical review of this evaluation report.

Copies of this evaluation report are available
from the Office of Pollution Prevention and
Technology Development Division, California
Department of Toxic Substances Contral,
1001 | Street, P.O. Box 806, Sacramento, CA
95812-0806, or from the project manager.

The certification language is reprinted on the
pages that follow. It was published by the
California Office of Administrative Law in the
California Regulatory Notice Register 2000,
Volume 50Z, p. 2136 — 2138, on 15 December
2000.
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CALIFORNIA
ENVIRONMENTAL
PROTECTION AGENY

DEPARTMENT OF TOXIC
SUBSTANCE CONTROL

Final Decision to Certify a Hazardous
Waste Environmental Technology

The Cadlifornia Environmental Protection
Agency, Department of Toxic Substance
Control (DTSC) hereby certifies the following
company’s hazardous waste environmental
technology:

CEM Corporation MARS-X Microwave
Accelerated Reaction System, a Laboratory
Technology for the Extraction of Organic
Compounds from Solid Matrices.

Chapter 412, Section 25200.1.5, Health and
Safety Code (enacted by Assembly Bill 2060,
1993) authorizes the DTSC to certify the
performance of hazardous waste
environmenta technologies. Hazardous waste
environmental technologies are certified
pursuant to implementing regulations found in
Title 22 of the California Code of Regulations
(CCR 22), Chapter 46, Section 68000. Only
technologies that are determined not to pose a
significant potential hazard to the public
health and safety or to the environment when
used under specified operating conditions may
be certified. Incineration technologies are
explicitly excluded from the certification
program. The purpose of the certification
program is to provide an in-depth,
independent review of technologies at the
manufacturer’s level to facilitate regulatory
and end-user acceptance and to promote and
foster growth of California’s environmental
technology industry.

DTSC makes no express or implied warranties
as to the performance of the manufacturer’s

product or equipment. The end-user is solely
responsible for complying with the applicable
federal, state and loca regulatory
requirements. Certification does not limit
DTSC's authority to require additional
measures for protection of the public health
and the environment.

By accepting certification, the manufacturer
assumes, for the duration of certification,
responsibility for maintaining the quality of
the manufactured equipment and materials at
alevel equal or better than was provided to
obtain certification and agrees to be subject to
quality monitoring by DTSC as required by
the statue under which certification is granted.

DTSC's proposed decision to certify was
published in the California Regulatory Notice
Register 2000, Volume No. 42-Z, pages 1804-
1706 on October 20, 2000 and has been
subject to public review and comment.
Written comments were not received.

An Evauation Report supporting the
Department’ s decision is available for review
at:

Cdlifornia Environmental Protection Ageny
Department of Toxic Substance Control
Office of Pollution Prevention and
Technology Devel opment

P. O. Box 806, 1001 “I” Street, 12 Floor
Sacramento, CA 95812-0806

Or contact:

Dr. Ruth R. Chang, (510) 540-2651,
Hazardous Materials Laboratory
2151 Berkeley Way, Room 515
Berkeley, CA 94704-1011

A description of the technology to be certified,
the certification statement, and the
certification limitations for the technology of
the company listed above follows.
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CERTICATION PROGRAM (AB
2060) FOR HAZAROUSWASTE
ENVIRONMENTAL
TECHNOLOGIES

TECHNOLOGY CERTIFICATION
Technology:

MARS-X Microwave Accelerated Reaction
System, a Laboratory Technology for the
Extraction for Organic Compounds from Solid
Matrices

Manufacturer:

CEM Corporation, P. O. Box 200, Matthews,
NC 28106, Te, (704) 821-7015,
http://www.cem.com

Technology Description

Microwave energy isanon-ionizing radiation
that causes heating by migration of ions and
rotation of molecules with dipole moments,
but does not cause changes in molecular
structure.  During the sample extraction
process, dipole rotation refers to the alignment
of polar solvent-sample molecules due to
exposure to the electric component of the
microwave field. As the eectric field
decreases, induced disorder isrestored which
resultsin thermal energy being released. The
technology combines the speed of microwave
heating and closed (sealed) vesseal technology
to achieve elevated temperatures under
controlled conditions. When sample-solvent
mixtures are exposed to microwave energy at
temperatures above the atmospheric boiling
point of solvent, the analyte desorption rate
from the sample is significantly increased.

The combined effect of high temperature and
rapid heating of the extraction solvent in a
closed-vessel system increases the extraction
efficiency and significantly reduces the
extraction time. The system is equipped with
an inboard pressure and a temperature control
system for regulating sample extraction

Microwave-Accelerated Reaction System, CEM Corp

conditions via magnetron power output
control. The Microwave Accelerated
Reaction System (MARS-X) is a closed-vessel
heating system designed for laboratory usein
extracting a wide range of organic materials
from solid matrices. The system can be used
for the microwave-assisted process without
replacing a non-polar solvent with a polar or
co-solvent system. The MARS-X can process
14 samples simultaneoudly; typica extraction
times are 15 to 20 minutes per heating cycle.
Samples are limited to amaximum size of 20
grams. Solvent systems commonly used in
Soxhlet extraction are applicable for the
MARS-X system. Solvent volumes are in
general 25 to 30 mL per sample. The
maximum operating conditions for the system
are 200° C and 200 psi fro GreenChem[d and
140 ps from CleanChem[ with typical
operating conditions at 110 — 135° C and 100

psi.
Certification Satement

Under the authority of Section 25200.1.5 of
the California Health and Safety Code, the
Department hereby certifies the MARS-X
Microwave Accelerated Reaction System
manufactured by CEM Corp. Matthews, NC
28106, as a Laboratory Technology for the
extraction of semivolatile organic compounds
for PAHs, organophosphorus pesticides,
organochlorine pesticides, polychlorinated
biphenyls, acid, base and neutral compounds
and petroleum hydrocarbons in soil,
sediments, and sludges.

According to the instrument operating
conditions suggested by the manufacturer, the
CEM microwave extraction system is capable
of achieving an extraction efficiency
equivalent to conventional  extraction
techniques for most target analytes listed as
EPA priority pollutants from various solid
matrices. Thereislittle evidence of chemical
effects or thermo-degradation for most
environmenta pollutants during the extraction
process. The recoveries of microwave
extraction can vary due to the properties of the
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Microwave-Accel erated Reaction System, CEM Corp.

analyte, the presence of interferences, and
matrix factors. Consultation with CEM for
special-case applications is recommended.

The MARS-X is equipped with safety features
to monitor the cavity for the presence of
solvent. The detector shuts the system off
automatically, if the solvent concentration
reaches 1/10 of itslower explosive limit. An
alarm will sound and post a message for
operators. The operator should operate the
microwave unit in accordance with the safety
recommendations by CEM.

Limitations of Certification

The Department makes no express or implied
warranties as to the performance of the
manufacturer’s product or equipment. The
Department has not conducted any bench or
field tests to confirm the manufacturer's
performance data. Nor does the Department
warrant that the manufacture’s product or
equipment is free from any defects in
workmanship or material caused by
negligence, misuse, accident, or other causes.

The Department believes, however, that the
manufacturer’s product or equipment can
achieve performance levels set out in this
Certification. Said belief isbased on areview
of the data submitted by the manufacturer and
other information, and is based on the use of
the product in accordance with the
manufacturer’ s specifications.

This certification is subject to the regulations
found in Title 22 of the California Code of
Regulations (CCR22), Chapter 46, Section
68000, which include the duration of the
Certification, the continued monitoring and
oversight requirements, and the procedures for
certification amendments and decertification.

By accepting this Caertification, the
manufacturer assumes for the duration of the
Certification, responsibility for maintaining
the quality of the manufactured materials and
equipment at alevel equal or better than was

provided to obtain this Certification and
agrees to be subject to quality monitoring by
the Department as required by the law under
which this Certification is granted.

Specific Conditions

CEM shall follow their established quality
control and quality assurance program to
ensure that the materiadls wused in
manufacturing and the quality of the
instrument meets standards certified under
1SO-9002.

CEM shall maintain their standards for
ensuring that users receive applicable training
in operation and maintenance of the
technology. The quality control procedures
for sample extraction specified in U.S. EPA
SW-846 Method 3500 must be followed to
ensure meeting the project specific
requirements. A method blank and surrogate
compounds must be included in the operation
to validate the instrument performance.

Through updates of user guides, the
Manufacturer shall inform the user of
interferences and matrix effects that
potentially affect the performance of the
system, as they become known to the
Manufacturer.

Usars shall follow the manufacturer’'s
instructions for installation, operation, and
maintenance. Users shall develop and follow
a plan in accordance with their facility’s
quaity management system for validating the
system at appropriate intervals according to
the guidance set for the MARS-X system.

Basis for Certification

The certification of this technology is
proposed on the basis of the information and
data packages pertaining to the performance of
MES-1000 (an initial Model of closed-vessel
microwave solvent extraction system) and
MARS-X submitted by the CEM. These
performance data substantiate the following
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findings. (1) The technology extraction
efficiency of the CEM MARSX is
comparable to Soxhlet extraction; (2) The
technology provides environmental and
economic benefits over the conventional
solvent extraction methods, (3) The
instrument is tested and approved per OSHA
guidelines; (4) The company is certified under
ISO-9002 standards, and (5) Satisfactory
reports were received from user’s survey for
the MES-1000 and MARS-X closed-vessel
microwave extraction systems and service
provided by the company. A listing of the
documentation available for this evaluation is
contained in the Evaluation Report.

Recommended Applications

The CEM MARS-X microwave accelerated
solvent extraction system is intended for the
extraction of organic compounds from
environmental samples in the laboratory for
subsequent analysis using appropriate
analytical methods. Applications include
extraction of semivolatile organic compounds,
including PAHSs, chlorinated pesticides, PCBs,
organophosphorus pesticides, acid, base, and
neutral compounds and total petroleum
hydrocarbons from soil, sediments and dudge.
The microwave extraction operating in
according with conditions established by the
manufacturer can serve as aviable alternative
for conventional solvent extraction methods.

With the advantages of substantial reduction
in the sample extraction time and solvent

Microwave-Accelerated Reaction System, CEM Corp

consumption, the MARS-X technology
significantly improves the sampl e turnaround
time for data generation for the protection of
public health and the environment.

Regulatory Implications

DTSC's certification does not change the
regulatory status of the extraction of organic
compounds from solid matrices; it isintended,
however, to facilitate and encourage the
acceptance of this technology where a
project’s data quality objectives can be met by
itsuse. To thisend, regulatory programs are
encouraged to consider the Department’s
findings regarding this technology, depending
on each program’ s objectives and constraints.
State-regulated facilities may contact state
permitting officers regarding the use of the
technology for sample preparation for organic
compounds. Other local and state government
permitting authorities may take this
certification under consideration when making
their permitting decisions. Project managers
may consider using this technology where its
use can contribute to the project and its data
quality objectives.

Duration of Certification

This certification takes effect 30 days after the
date of publication of this Notice. Unless
amended or revoked for cause, this
certification will remain in effect for three
years.
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